Emergency repair of a broken Jarvik 2000 power connector using a paper-clip.
The power connectors of assist devices that link the controller to the driveline are exposed to extreme mechanical stress, especially if they are implanted for permanent use. We report the case of a successful emergency repair of a power connector of a Jarvik 2000 left ventricular assist device by using a paper-clip in a patient who was supported with the device for >7 years at our institution.